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SPECIFICATIONS FOR A PORTABLE DENTAL X-RAY……………1 each
· Handheld or Gun-type
· Intraoral X-ray
· With Front and Back Scatter Shielding/Insulation
· With a generic sensor (adult and child)
· Laptop with pre-installed, configured, X-ray software  
· Software compatible to all sensor types/brand
· Battery-Operated with spare battery
· With Battery Charger, 110 volts, 60 Hertz
· With Operations Manual (soft and hard copy)
· With Service Manual (soft and hard copy)
· With 2 years Warranty (replacement period)
· With shipping cost
· CIF-Yap
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